MISSOUR DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE I(RECEIVED

Complete this report in duplicate at the time of the ragular monthly preventativ. By Carol Day at 10:42 am, Aug -.04; 2015
Send capy to Department of Health and Senlor Services; retain orlginal in departmarrmes.

ALCO SENSOR IV 8N PRINYER SN PATE OF INSPECTION
007424 096.3580.984 07/31/2015

LOCATION OF INSTRUMENT {STREET AND CITY) TIE OF INSPECTION
1019 Schroeder Creek Bivd, Wenizville, MO 63385 3:59 pim

CHECKLIST: Place a mark In the box by each item if found to be satlsfactory or it operating within sstablished limits, {Write in observed val-
ues where delermined.} Unmarked items must be corrected before using Instiument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[ smuLATOR SOLUTION L COMPRESSED ETHANOL-GAS MIXTURE
' LOT # AG430901 exp. pare 11/05/2016

[[] stanpARD SUPPLIER Intoximeters

D SIMULATOR TEMPERATURE (34°C +0.2°C) SIMULATOR SN SIMULATOR EXP DATE

CALIBRATION CHECK ~ (ONLY ONE STANDARD {8 TO BE USED PER MAINTENANCE REPORT)
Run thrae tests using a standard solulion, All three tests must be wilhin 5% of the standard value and must have a spread of .005 or
less, Check the box corresponding to the standard sohition being used. (PRINTOUT ATTACHED) -
0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

FEST 1= 0,000 TEST 2 & 0,008 TEST3 & ), 098

[/] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS iN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) :

peFusals 4 ©o04y O (05-09) O (1019 O (15.19) O (OVEr.1g) O
List any new parls and describe any alleration or modification thal was made to restore the Instrument to operate satisfactorily and within
sstablished limits (use other side if necessary).

TRUE CAL READING: 0.098

AN Matthew Schneidar
TYPE |t PERMIT NUMBERIEXPIRATION DA&&' TELEPHONE NUMBER
230344 / December 31, 2015 (636) 327-5105

Return completed report to the: Breath Alcohoi Program, MO Daparlment of Heafth and Senior Servicas, Soulheast District Office
2875 James Boulevard
Poplar Bluff, MO 63201

MO 580-1051 (5-10) AH EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EHMPLOYER
seniCes piovicad on a nond soiminalesy batis

LAB-114




Alrgas USA LLC (LAB)
3500 Bernard Strast

St, Louls, Mo. 83103
Ph: {314) 533-3100
Fax. (314) 633-7328

Certificate of Analysis

Customer Name Test Date; 7-Nov-2014

Intoximeters, Inc.
2081 Craig Road
St. Louis, Mo 63146

Lot # AG430801

Exp. Date Cyl. Typa Component _Gertified Concentration
5-Nov-2016 108 Ethanol 0.100 £ 2% BrAC {272 ppm)
Nitrogen Balance

Certlilcation Traceable to N...8,T. RGM Ethano! Standards:

Serlal No. Concentration Serlal No. Congcentration
EB0010581 391.8 ppm EB0010603 392,5 ppm
EB0010570 259.8 ppm EB0010559 258.9 ppm
EB0010286 208.0 ppm EB0010595 208.9 ppra
EB0010561 103.7 ppm EBO010662 " 104.9 ppm

EB0010681 §2.22 ppm - EB0010679 52.94 ppm

Analytical Method: NDIR

Digitally si?ned by Qua!igﬁ(}oniml
Dale: 2014.11.07 12:31:56 -06:00

Reason: Diy gas slandard cerlificalion of anatysts

Location: Alrgas USA LLG (Lab) Ana!yst:

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01

Page 1 of 1




f e oA
"

(45 1V Berial rot B97424
Yairsion nq:.g5323

TEST RECORD 66324 )
' 4
Temp Date Tine 216L

ST Lt el

fiir Blank?®.

67/31/15 16:81 408

Calibration Check?
24 B?XSiKIS‘iEEBI , B9

Sub&eét Hahé

Subdect 1.0,

A8 IV Serial not 887424
Usrsion nhot 532B

TEST RECORD 66327
.
Tepir Date Tiﬂe 2181
ARir Blank:
G2/31/7195 16865 .06
Calibration Check:
26 82731715 14105 ,698

Subdect Mane

Orerator Hanes 1.0

Laecat ion

SubJdect I1.D,

Orerator Hame, 1.0,

Location

UST 3RD0T

it1 cowEN B ing U= N g

"Lt Rasrgng

BUEN j2ECang

SHISUT USTIENgTTED
653161 SI/TE8749

858" 65151 SI/16/28 £2

- rremi——;

NUBTT 4Ty

Hage

A5 1U Serial not 09?4
Vetsion nn:*,ﬁSEB

TEST RECORD 68326 ,
9
Tenr Date : Iime 218L

UoID: RF1 -
12 §7/31/15 16163

GubJect Mame |

Suhdect 1.0,

Operator ﬁéﬁ?r 1.D.

location
4 <
ey
e
[or | ] ;.{",\
g w 8
w8 S
g R
o F Egg
'_’_‘: ) Ao
L)
PR Yy
f 3
NRE




ot b

s heraby guthorized to insiﬂ:cl aing $W3$ operéters; iraln lnsjrt}cioré; inspec? ealfhr‘éte, perform fleld service- and ropalrs,
: ando}}atﬁtéme fallowing breatha (8 , o e :

BATMSTER@

fortha daﬁenhmat on cﬁha alco%re}:a cqmegtn loﬂdtmm
677.020 Hirough 577, 641  RSHo:and b, iﬁ Hah 408,

pare 121312043

NUMBER 20304
expires 14312015 gtlnl dlsoctor

S msmma O BEPARTENT OF FEALTTIAND SENIGR BRAVICES
KO K86-0771 (0-16) ) ‘ LAB4 (E:10)

Odsitor SR, MATTHEW
lﬁaﬁféﬁgﬁwi‘mﬁa " Do Buplres 1943112615




